Pink PAP Pen / Pink PAP Pen Mini
REF / Cat. No.: ZUC064
ZUC065

Pink PAP Pen
Pink PAP Pen Mini

Instructions for use
Intended use
Pink PAP Pens provide a water-repellent barrier that can be created or “drawn” around a tissue or cell sample on a
slide. The barrier holds reagents back in a defined area and prevents the reagents from running on the slide. The
barrier reduces the amount of required reagents and thereby the amount of waste. In addition, by dividing a slide
into defined areas, it is also possible to carry out several staining methods in parallel on the same slide. The Pink
PAP Pen can be used in immunohistochemical as well as immunocytological techniques.
The barrier is not soluble in acetone and alcohol, but can be removed with xylene after the staining procedure.
General laboratory reagent.
Product/Reagent provided
Pink PAP Pen in the formats:

Pink PAP Pen (Cat. No. ZUC064)
Pink PAP Pen Mini (Cat. No. ZUC065)

Storage
The Pink PAP Pen should be stored tightly capped at room temperature.
Keep away from heat, hot surfaces, sparks, open flames and others types of ignition sources.
Precautions
Use through qualified personnel only. Wear protective clothing to avoid contact of reagents and specimens with eye,
skin and mucous membranes. If reagents or specimens come in contact with sensitive area, wash with large
amounts of water. If swallowed, rinse your mouth immediately and consult a doctor.
A material safety data sheet (MSDS) is available upon request.
Preparation and handling
Shake or vortex the Pink PAP Pen well before use, especially before using it for the first time, so that the reagent in
the reservoir is well mixed. On new, unused Pink PAP pens, the cap is very tight due to the production process.
Carefully pull off the cap in a straight line or with a slight twisting movement clockwise (see illustration). Please do
not turn counter-clockwise, otherwise the tip of the pen may detach from the reservoir. This can cause the pen to
dry out or malfunction, e.g. to excessive fluid leakage. When using the Pink PAP Pen for the first time, place the
fiber tip of the Pink PAP Pen on the slide and press it into the holder while applying slight pressure until the fiber tip
is saturated with the solution from the reservoir. Repeat the process several times if necessary until the fiber tip is
well moistened. The pen is now ready for use. Hardly any pressure is required to apply the water-repellent barrier.
The barrier is intact when a fine, 1-2 mm wide, milky-cloudy and continuous line is visible on the slide. It is not
necessary to apply the reagent too thickly with excessive pressure. Replace the pen cap after usage.
If deviations from the expected result of the application are observed, which can be attributed to the product or the
solution contained therein, please contact the manufacturer or your local distributor.
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Cap of the Pink PAP Pen:
Carefully pull off the cap in a straight line or with a slight twisting
movement clockwise.

Tip of the Pink PAP Pen:
The tip of the Pink PAP Pen holds the fiber tip with which the waterrepellent barrier is applied on the slide.
The tip is attached to the reservoir via a thread and must sit tightly
closed on the reservoir. If necessary, please screw the tip tightly back
onto the reservoir by turning it slightly clockwise.

Reservoir of the Pink PAP Pen:
The reservoir contains a water-repellent solution/reagent, which is
applied to the slide via the fiber tip.
Shake vigorously or vortex before use, so that the reagent in the
reservoir is mixed well, especially before the first use.

Fig. Design and handling of the Pink PAP Pen

Limitations of the method
Zytomed Systems guarantees that the product meets all requirements described from the time of dispatch to
consumption, provided it is correctly stored and used. No further guarantees are given.
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Explanations of the symbols on the product label:
Bestellnummer
Catalog Number
Reference du catalogue

Verwendbar bis
Use By
Utiliser jusque

Chargenbezeichnung
Batch Code
Code du lot

Lagerungstemperatur
Temperature Limitation
Limites de température

In vitro Diagnostikum
In Vitro Diagnostic Medical Device
Dispositif médical de diagnostic in vitro

Achtung/Gefahr
Warning/Danger
Attention/Danger

Achtung/Gefahr
Warning/Danger
Attention/Danger

Achtung
Warning
Attention

Gebrauchsanweisung beachten
Consult Instructions for use
Consulter les instructions d'utilisation

RUO

Gefahr
Danger
Danger

Nur für Forschungszwecke
For Research Use Only
Pour la recherche uniquement

Hersteller / Manufacturer / Fabricant
Zytomed Systems GmbH
Anhaltinerstraße 16
14163 Berlin, Germany
Tel: (+49) 30-804 984 990
www.zytomed-systems.de

